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We previously reported the immunoenzymetric assay of autotaxin 

especially in those with follicular lymphoma. Although the ATX concentration was increased in pregnant women,

the rate of increase in ATX concentration in pregnancy

－induced hyperpressure (PIH) patients remain at low

levels as compared with in pregant woman who had a normal deliv

（lysophosphatidic acid、以下LPA）の産生酵素である

リゾホスホリパーゼD（lysophospholipase D、以下

lysoPLD「葛 ー 量 捧厭穢下羝【



を実施した。ATX濃度測定は、自動免疫測定装置AIA

シリーズ（東ソー社製）を用い実施した17）。

［1］血清ATXの安定性

血清検体評価に先立ち、血清中のATXの安定性を検

証した。血清の凍結融解、ならびに加熱処理による

ATX測定試薬でのATX測定値の変動およびlysoPLD活

性6）の変動を検証した。－80℃での凍結、37℃での融

解を繰り返し、未凍結融解時のATX濃度ならびに

lysoPLD活性を基準とした時のそれぞれの残存濃度、

残存活性を検証した結果、7回まで凍結融解による劣



1.323mg/Lであった（Fig.２）。女性血清中のATX濃度

は男性に比べ明らかに高濃度であり、Mann－Whitney

U testではp＜0.001の有意差を示した。従って、患者
検体を対 R
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胞であり、この浸潤機構の障害が妊娠高血圧症候群な

どの周産期疾患の発症に深く関わっていると考えられ








